Control algorithms for artificial beta cell.
The evolution of control algorithms for closed-loop regulation of blood glucose levels is described. Because of the rapid response time of the BIOSTATOR Glucose Analyzer, a derivative algorithm can be applied to replace the previous generation of "predictor" algorithms for the calculation of dynamic insulin infusion rates.